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Modified  Thomson  Parabola  Ion  Spectrometers 
for  Use  in  Laser  Generated  Plasma  Experiments 


Introduction 

The  study  of  the  velocity  distribution  of  the  various  positive  ion  species 
generated  in  laser-produced  plasmas  can  reveal  important  information  of  various 
plasma  processes  occurring  during  the  initial  production  and  subsequent 
expansion  of  the  plasma.  Several  schemes^ have  been  used  to  measure  these 
distributions;  however,  complications  in  the  analysis  often  result  if  electronic 
detection  systems  are  implemented.  One  reason  for  this  is  that  the  minimum  ion 
flux  required  for  electronic  detection  becomes  unacceptably  large  for  low 
velocity  ions.  This  follows  because  space  charge  effects  dominate  the  process 
of  beam  expansion  at  low  velocities  which  in  turn  necessitates  the  use  of  large 
collecting  detectors  and  thus  reduces  velocity  resolution.  Another  complication 
arises  when  the  ion  strikes  an  electronic  detector  and  generates  secondary 
electrons  which  may  be  erroneously  interpreted  as  additional  ion  flux.  Since  the 
number  of  secondaries  is  velocity  dependent  significant  distortion  in  the 
measured  ion  distribution  may  result  if  velocities  vary  considerably  over  the 
measurement.  For  these  reasons  it  is  clear  that  non-electronic  detection  can 
provide  important  advantages  to  circumvent  these  aforementioned  difficulties. 

This  review  presents  two  such  systems  which  have  the  flexibility  to  use 
either  charge  collectors,  solid  state  track  detectors,  or  microchannel  plates. 
A  discussion  on  the  advantages  and  limitations  of  each  will  be  presented. 
Emphasis  is  placed  on  designs  for  measuring  the  absolute  flux  of  ions  with 
velocities  from  10  ^  to  the  mid  10®  cm/s. 

The  Thomson  Parabola 

Much  work  has  been  done  using  the  Thomson  Parabola  in  laser-fusion 
experiments.®’®  Schematically,  the  basic  configuration  is  shown  in  Figure  1. 
Ions  enter  the  spectrometer  through  a  pinhole  and  are  then  deflected  by  an 
external  electric,  E,  and  magnetic,  B,  field.  These  ions  enter  the  spectrometer 
initially  transverse  to  the  applied  fields.  After  a  finite  distance,  they  are 
deflected  and  the  degree  of  bending  is  a  function  of  the  field  parameters  as 
Manuscript  approved  April  24,  1984. 
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well  as  the  ion's  charge-to-mass  ratio  and  velocity  (V).  Detailed  analysis  of 
the  deflection  shall  not  be  derived  here  since  such  calculations  have  been 
performed  by  numerous  authors.  *  The  results  of  these  analyses  show  that  the 
overall  x  and  y  displacements  are  given  by 

*  -  <!>  IV  <L  +f>  (1) 

p 

y  -  (f)  l  (L  +  h  (2) 


where  nip  is  the  proton  mass  and  the  remaining  variables  are  defined  in  Figure 
1.  Combining  Equations  (1)  and  (2)  to  eliminate  V  gives 
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<f>  <f>  * 
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eJL(L  +  |) 


(3) 


Therefore,  ions  of  a  given  charge-to-mass  ratio  fall  on  regions  forming 
parabolas.  If  one  divides  Equation  (1)  into  Equation  (2)  then 

y  -  Of)  x  (4) 

which  indicates  that  straight  lines  emanating  from  the  origin  on  the  xy 
coordinate  plane  are  lines  of  constant  velocity  (see  Figure  2). 

On  the  other  hand,  for  extended  velocity  ion  distributions  it  can  be 

seen  that  for  a  given  x  coordinate,  XQ,  the  ability  to  separate  individual 

A 

traces  is  a  function  of  ^  namely 

<5) 

V  2 

E  mp  o  A 

“  B  e*(L  +  1/2 )  Z(Z  +  1) 


(6) 


This  effect  is  illustrated  in  Figure  2.  By  knowing  this  dispersion,  one  can 
then  identify  various  charge  states  even  if  not  all  charge  states  are  present. 
It  is  interesting  to  note  that  for  a  given  type  of  ion  (i.e.,  carbon  ions),  the 
distance  between  points  of  constant  velocity  on  adjacent  parabolas  does  not 
change  in  spacing,  namely. 


An—  /  2  ,2  , 1/2  ,  2  2.1/2 

AR  =  (x  2+1  +  y  z+1)  -  <x2  +  yz) 


.D  _  1  e*  ...  £.  r_2  ,  E 
AR  T  (L  +  B  +  --x 
A  mV  2  L  2 


Therefore,  if  the  ions  produced  all  have  nearly  the  same  velocity,  then 
identification  can  become  difficult.  If  AR  is  obtained  experimentally  the  last 
expression  can  also  be  solved  for  the  ion  velocity  giving 


V  -0! 


/  4E2  \1/2 
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where 


eH(L  +  f) 

Am  AR 
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Two  factors  limit  the  practical  dynamic  range  of  the  Thomson  Parabola. 
First,  space  charge  will  tend  to  expand  the  low  energy  portion  of  the  parabolas 
making  measurements  difficult.  Second,  the  lower  pole  magnet  will  stop  the  low 
velocity  ions  from  leaving  the  pole  piece  region.  To  calculate  this  lower  limit 
velocity,  the  pinhole  to  lower  pole  distance,  H,  must  be  specified.  Then  the 
minimum  velocity,  ^in”  is  given  by. 


.  .1  ,Z,  eE  . 
1  >2  (A>  m~H 


and  is  plotted  in  Figure  3  for  various  charge-to-mass  states.  However,  one 

cannot  make  H  abritrarily  large  to  increase  the  dynamic  range.  A  system 

constraint  that  1/ H  be  greater  than  ~  4  is  necessary  to  avoid  serious  fringe 

field  effects.  In  addition,  l  cannot  be  made  arbitrarily  large  because  of  beam 

Q 

expansion  due  to  space  charge.  In  particular,  beam  divergence  is  given  by7 


(11) 


^  ^  .-to  V-  ,-to  :  •  >  *  .>  >  .  • 


r  (L  +  l)  eZ/n 

ri  '/I  (£0S)1/2 

where:  rQ  ■  initial  pinhole  radius  (cm) 

r^  *  radial  divergence  at  the  image  plane  (cm) 

£  *  ion  energy  (eV) 

e  *  electronic  charge  (e.s.u.) 

e  -  8.85  x  10*12 
o 

n  *  ion  number  density  (#/cmJ) 

Equation  (11)  can  be  expressed  in  terms  of  velocity  and  is  given  as 

r  (L  +  OZAT 

r.  -  158.2  -2— -  (12) 

✓A  V 

where  all  terms  are  in  terms  of  practical  c.g.s.  units.  If  one  combines 
Equation  (10)  and  (12),  then  the  maximum  beam  expansion  can  be  determined, 
namely , 


r  -  2.3  x  10“3  r  (1  +  h  /Zn  f 
max  o  l  E 


(13) 


where  all  terms  are  in  c.g.s.  units  except  for  the  electric  field  given  in  units 

of  volts/m.  Notice  that  rmax  is  Independent  of  ion  mass.  This  is  because  the 

minimum  velocity  which  can  pass  through  the  spectrometer  is  inversely 

proportional  to  the  square  root  of  the  ion  mass.  This  exactly  cancels  with  the 

reduction  in  beam  divergences  because  of  ion  inertia.  Figure  4  shows  the 

/A 

calculated  dependence  of  rj/  Tq  as  a  function  of  —  V  for  various  ion  densities. 

Another  factor  which  influences  the  final  beam  expansion  is  due  to 
geometrical  divergence.  Even  for  a  point  source,  the  beam  expansion  at  the 
image  plane  is  given  by 


r 

r,  =  fr  (D  +  l  +  L)  -r 

l  D  O 


(14a) 


IT  <*  +  L) 


(14b) 
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where  D  is  the  target-pinhole  distance.  Typical  beam  expansion  of  10%  can  occur 
when  D  is  taken  to  be  50  cm  and  L  and  l  are  taken  to  be  2.5  cm.  This  effect  can 
be  comparable  or  greater  than  the  beam  expansion  due  to  space  charge  at  high  ion 
velocities . 

Besides  determining  the  minimum  ion  velocity  required  to  traverse  the 
spectrometer,  the  pinhole-to-pole-gap  distance  will  also  determine  a  maximum  y 
displacement  which  is  independent  of  charge  state.  This  is  given  by 

y  =  H  (1  +  |^)  (15) 
max  l 


and  is  plotted  for  various  H  values  in  Figure  5. 

A  conventional  Thomson  Parabola  type  system  under  consideration  will 

7 

analyze  ions  with  velocities  from  ^0  to  10  cm/s.  For  entrance  pinhole 
diameters  of  less  than  50  pm,  space  charge  or  geometric  divergence  does  not 
appear  to  be  a  serious  problem.  The  lower  charge  state  should  be  more  easily 
resolved  because  of  smaller  beam  divergence  and  wider  separation  between 
adjacent  parabolas  as  indicated  in  Equations  (11)  and  (6)  respectively. 

One  method  for  detection  of  ions  utilizes  solid  state  track  detectors  which 
has  been  successfully  employed  when  ion  velocities  are  in  excess  of  a  few  times 
10®  cm/s.*®  An  important  proviso  to  this,  however,  is  that  the  ion  strikes  the 
surface  normally.  If  the  ion  strikes  the  surface  at  an  angle,  the  threshold 
velocity  will  be  increased.  To  date,  the  most  sensitive  track  detector  used  for 
ion  registration  is  CR-39.^  It  can  be  chemically  etched  in  NaOH  (6.25  N)  from 
2  to  3  hours  at  70°  C  and  then  examined  optically  under  a  microscope.  The 
efficiency  of  detection  is  close  to  100%  when  velocity  threshold  conditions  are 
reached  and  is  insensitive  to  electron  or  x-ray  backgrounds. 

Such  a  detector  is  currently  being  examined  to  record  the  ion  parabolas . 
To  detect  the  upper  ends  of  the  parabolas  where  the  ion  velocities  are  small 
(i.e.,  less  than  2  x  10®  cm/s),  it  will  be  necessary  to  include  a  post¬ 
acceleration  stage  to  accelerate  the  ions  to  velocities  necessary  for  track 
registration.  A  spectrometer  which  incorporates  a  post-acceleration  stage  is 
shown  in  Figure  6.  Experimental  studies  suggest  that  an  acceleration  potential 
of  at  least  18  KV  is  necessary  for  satisfactory  track  registration. ^ 


With  the  introduction  of  the  acceleration  potential,  the  track  trajectories 
are  no  longer  parabolas.  After  the  ion  leaves  the  deflection  plates  it  travels 
a  distance  L  in  rectilinear  motion  (i.e.,  no  forces  applied  on  the  ion).  The 
ion  velocity  components  in  the  x  and  y  directions  are  given  by 


(16a ) 


.  zeE  l 

y  “  Am  V 
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(16b) 


When  the  ion  reaches  the  acceleration  grid,  it  then  travels  a  distance  L  from 
the  grid  to  the  detector's  surface.  The  time  x,  required  to  travel  this 
distance  is  given  by 


-V  + 


/2  +  2(fS- 

Am 


\  1/2 


“-t 


where  E  is  the  electric  field  in  the  acceleration  region.  Therefore,  the  ion 
travels  an  additional  distance  xx  and  yx  in  the  x  and  y  directions 
respectively.  This  results  in  the  generation  of  ion  traces  governed  by  the 
equations 


4  + vo 


y  =  (f)  A  (L  +  4  +  Vx) 

MV 


(18a) 


(18b) 


Using  Equations  (17)  and  (18a)  one  can  find  an  expression  for  V  given  by 


^V3  +  A„  V2  +  A.V  + 


A„  =  0 
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|C 


(20b) 
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A2-(i)2-2<f>  f<L*i+z'> 
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(20c) 


A3 -  m  (20d) 

It  is  now  possible  to  solve  for  V  and  substitute  it  into  equation  (18b)  to  find 
the  analytic  relation  between  x  and  y. 

It  is  not  surprising  however  that  for  certain  range  of  parameters  the  ion 
traces  should  appear  to  be  approximately  parabolic.  Consider  the  two  extreme 
limits  when  E  +  "  and  E  -*•  0.  For  E  *  «,  the  ions  travi  across  the 
acceleration  region  in  a  time  approaching  zero.  This  implies  lat  the  spatial 
distribution  does  not  change  while  passing  through  the  gap  Thus  the  ion 
distributions  appear  to  be  parabolic.  In  the  other  extreme  ca.  •  ;n  E  +  o,  the 
ions  free  stream  and  the  analysis  is  equivalent  to  the  typical  Thomson 
Parabola.  Therefore,  again  the  ions  should  form  parabolic  traces.  Figure  7 
shows  the  transition  from  almost  no  accelerating  field  to  very  large  fields.  As 
demonstrated,  the  parabolas  expand  outward  as  the  field  is  reduced. 

One  feature  which  does  remain  exactly  the  same  is  that  straight  lines 
emanating  from  the  origin  on  the  xy  coordinate  plane  are  lines  of  constant 
velocity.  This  is  shown  by  dividing  Equation  (18a)  into  (18b)  into  each  other 
and  again  producing  Equation  (4) . 

Even  though  detection  can  be  achieved  with  the  addition  of  an  acceleration 
potential,  it  is  by  no  means  a  trivial  matter  to  record  low  charge  state  ions. 
For  example,  C+*  initially  having  a  velocity  of  2  x  10^  cm/s  would  require  an 
acceleration  potential  of  -  240  KV  before  reaching  a  velocity  necessary  for 
registration.  Such  requirements  are  severe  and  may  not  be  easily  achievable. 

To  circumvent  this  difficulty,  microchannel  plates  (MCP)  may  be  required. 
Here  gains  from  10^  to  10®  are  possible  depending  on  whether  a  single  or 
multistage  MCP  is  used.  However,  such  devices  must  be  operated  in  vacuum  having 
pressures  of  10~®  torr  or  better.  If  the  vacuum  system  in  which  the  plasma  is 
generated  does  not  meet  this  requirement,  differential  pumping  must  be  utilized 


inside  the  spectrometer.  A  recent  development  by  Galileo  Electro-Optics 
Corporation  now  offers  curved-channel  microchannel  plates  (C^MCP)^.13  with 
gains  as  high  as  10^  with  15-30  pm  spatial  resolution.  These  devices  have 
significantly  reduced  the  degree  of  ion  feedback  which  increases  the  operating 
lifetimes  compared  with  conventional  multi-stage  microchannel  plates  (i.e., 
chevron  configuration).  In  addition,  the  C^MCP's  do  not  suffer  from  the  space 
charge  defocusing  problems  inherent  in  the  chevron  devices. 

A  third  method  for  the  detection  of  ions  is  the  use  of  charge  collectors 
which  are  shaped  in  the  appropriate  forms.  This  technology  has  been  used 
successfully  in  the  past  to  obtain  semi-quantitative  information  of  the  ion 
distribution.  However  important  limitations  to  such  an  approach  not  only 
includes  the  problem  of  secondary  electron  emission  but  also  the  inflexibility 
of  the  devices.  Specific  parabolas  must  be  constructed  for  each  charge  state. 
If  other  type  ions  are  present,  a  new  set  of  collector  strips  need  to  be  made 
and  accurately  positioned.  In  addition,  factors  such  as  fringe  field  effects  of 
the  deflector  plates  can  introduce  focusing  aberrrations  which  are  not 
accurately  known  making  exact  fabricating  and  positioning  of  the  collectors  even 
more  difficult.  Lastly,  appropriate  shielding  is  required  to  eliminate  the 
large  RF  background  level  occurring  during  the  time  of  ion  collection. 

Modified  Thomson  Parabola 

A  variation  of  the  standard  Thomson  Parabola  is  shown  in  Figure  8.  Again 
the  electric  and  magnetic  fields  are  initially  perpendicular  to  the  ion 
trajectory.  However  unlike  the  standard  Thomson  parapola,  the  modified  Thomson 
Parabola  positions  the  detector  inside  the  magnets'  gap  perpendicular  to  the 
applied  fields.  Such  a  device  has  not  been  reviewed  in  the  literature  and  thus 
an  analysis  of  the  focusing  properties  of  the  spectrometer  will  be  presented. 

The  equation  of  motion  for  an  ion  of  charge  z  and  a  mass  Amp  is  given  by 

Am  x  =  -ZezB  (21a) 

P 

Am  y  =  ZeE  (21b) 

P 


Am  z=  ZexB 


(21c) 


Taking  the  time  derivation  of  Equation  (21c),  solving  for  x  ,  and  substituting 
into  Equation  (21a)  yields 


which  has  the  general  solution, 


V  *  C,cos(ojt)  +  C0sin(u>t)  (23) 

z  l  l 

Ze 

where  u>  =  — B)  (ion  cyclotron  frequency)  (24) 

Am 

p 

*  Ze 

The  initial  conditions  that  V_  ■  V  cos  0  and  V  =  — —  BV  sin0cos<J>  at  t=0 

z  o  z  Am  o  r 

requires  that  ^ 

C.  =  V  cosQ  (25a) 

i  o 

^2  *  v0s^-n®cos<^  (25b) 


where  0  and  <j>  are  the  usual  spherical  coordinate  angles  and  are  defined  in  Fig. 
9.  Upon  integration  of  Equation  (23)  and  applying  the  boundary  condition  that 
z=0  at  t=0  gives 

V 

z  =~  [cos0sin(ojt)  -  sin8cos$(cos(u)t)-l)  ]  (26) 

Using  Equations  (21a)  and  (23)  and  the  initial  condition  *  V^sinScos^  at 
t”0,  one  can  calculate  Vx  namely, 

V  *  V  cos0cos(u)t)  +  V  sin9cos<isin(ci>t)  (27) 

x  o  o 

Integrating  Equation  (27)  and  applying  the  boundary  condition  that  x=0  at  t=0 
gives 

V 

X  *  ~  [sin0cos<j>sin(u>t)  +  cos0  (cos(o)t)-l)  ]  (28) 


combining  Equations  (26)  and  (28)  results  in 


,  _  tan9cos<fr  -  tan(o)t/2)  ('29') 

X  Z  l-tan9cos<j>tan(oL)t/2) 

Since  u  is  a  function  of  Z/A,  then  for  a  given  charge-to-mass  ratio,  the  slope 
of  the  trace  on  the  x-z  plane  is  a  function  of  the  entrance  angle  and  the  time 
spent  inside  the  spectrometer.  This  time  can  be  easily  determined  by 
integrating  Equation  21b  and  the  boundary  conditions  V^V^sinSsincj)  and  y  =  H  at 
t=*0  then  this  equation  integrates  to  obtain 


/  sin9sin<j>  +  (  VQ^sin^9  sin^<j>  +  2^—  E  (y 
°  '  °  P 


E  (30) 


For  a  given  x-z  plane,  the  time  spent  inside  the  spectrometer  is  a  function  of 
Z/A  as  well  as  9  and  $.  By  collimating  the  ion  beam,  so  that  to  lowest 
order  9  and  <|>  are  set  equal  to  zero,  the  above  equations  simplify  to 


z  =  —  sinut 

Cl) 


x  =  —  (coscat-1) 
to 


x/z  =  -tan  (wt/2) 


Am  -3 

2  ( — E)  (21^) 

vZe  ’  VE  ' 


cut  =  B 


2(y-H) 


(ZS_)1 

^  J 


Notice  that  both  x  and  z  are  directly  proportional  to  VQ.  If  one  plots  z 
vs.  (-x)  one  would  obtain  a  family  of  straight  lines  all  of  which  would 
intersect  the  origin.  The  slope  of  each  line  would  be  determined  by  the  charge- 
to-mass  ratio  of  the  ion.  This  is  a  considerable  improvement  over  the  standard 
Thomson  Parabola  when  data  gathering  requires  manual  scanning.  Also  notice  that 
the  velocity  dispersion  is  constant  unlike  the  standard  Thomson  Parabola.  This 
feature  can  greatly  simplify  data  reduction.  One  disadvantage  of  this  device 
however  is  that  it  requires  much  larger  deflecting  fields.  Therefore,  care  must 


be  taken  to  Insure  properly  designed  electrodes  to  minimize  the  possibility  of 
electrical  breakdown. 

Ion  traces  calculated  for  such  a  modified  Thomson  Parabola  spectrometer  are 
shown  in  Figure  9.  Notice  that  unlike  the  standard  Thomson  Parabola,  the 
spatial  resolution  improves  with  ion  velocity. 

Conventional  solid  state  detectors  may  not  be  adequate  for  implementation 
inside  the  spectrometer.  This  is  because  the  angle  of  incidence  may  be  too 

shallow  to  effectively  record  the  ion  tracks.  The  angle  of  impact  9,  as  defined 
in  Fig.  11  is  given  by 

0  =  sin-1 (1  +  2  (|)  (^-)  ^~)1/2  (36) 

P  o 

where  v  is  the  potential  difference  between  the  position  where  the  ion  first 
enters  the  spectrometer  and  where  it  strikes  the  track  detector.  Figure  10 

plots  the  impact  angle  as  a  function  of  charge-to-mass  ratio  and  the  entrance 
velocity.  The  ions  can  be  made  to  strike  the  track  detector  surface  closer  to 
the  detector's  normal  by  the  use  of  a  post-acceleration  potential  located  near 
the  detector's  surface,  but  difficulty  in  controlling  electrical  breakdown  on 
the  track  detector  surface  has  been  encountered.  This  problem  may  be  partially 
resolved  with  the  use  of  C  MCP's  but  the  angular  dependence  of  the  impacting 
ions  on  surface  of  these  devices  is  gain  dependent.  Unlike  track  detectors 
however,  no  post  acceleration  potential  is  required  to  achieve  velocity 
threshold  requirements. 

Conclusions 

The  conventional  Thomson  Parabola  with  the  addition  of  a  post-acceleration 
section  appears  to  best  meet  the  needs  for  studying  velocity  distributions  of 
various  ion  species  in  laser-produced  plasmas  possessing  velocities  of  the  mid 
to  upper  10^  cm/s  depending  on  the  ion  charge  state.  This  spectrometer  has  the 
advantages  that  the  deflection  fields  are  small  and  that  the  post-acceleration 
section  is  physically  separate  from  the  deflection  region.  Also  the  post- 
accelerated  ions  strike  the  detector  surface  approximately  normally  resulting  in 
lower  velocity  threshold  conditions  for  ion  track  registration. 


For  lower  velocity  ions,  the  use  of  C^MCP  s  appear  attractive  for  use  in 
the  conventional  spectrometer.  It  does  offer  on-line  analysis  of  the  data  and 
does  not  require  a  post-acceleration  potential. 

Significant  improvements  in  data  acquisition  and  analysis  in  the  modified 
Thomson  Parabola  over  the  standard  Thomson  Parabola  can  be  achieved  if  the 
technical  difficulties  associated  with  electrical  breakdown  and  ion  registration 
can  be  solved.  These  advantages  specifically  result  from  the  fact  that  the  ion 
traces  are  linear  which  simplify  the  analysis  immensely,  both  in  terms  of  ion 
identification  as  well  as  from  the  fact  that  the  velocity  dispersion  is  constant 
over  velocity  space. 
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Figure  1 

A  depiction  of  a  conventional  Thomson  Parabola  ion  spectrometer  utilizing 
parallel  electric  and  magnetic  deflection  fields  to  separate  ions  of 
differing  charge-to-mass  ratios.  After  deflection,  the  ions  are  spatially 
recorded  on  a  recording  medium  such  as  a  track  detector.  These  ions 
produce  a  family  of  parabolic  traces  of  which  each  member  is  a  unique 
signature  of  the  ion's  charge-to-mass  ratio.  Ions  of  differing  velocities 
fall  on  different  locations  on  the  parabolic  traces. 


Figure  2 

positioning  of  parabolic  traces  for  differeing  Z/A  states  as  seen  by 
recording  medium.  Also  radial  lines  emanating  from  the  origin  are 
3  of  constant  velocity. 


DEFLECTION  VOLTAGE  (VOLTS) 


Figure  3 

Minimum  ion  velocity  required  to  traverse  the  Thomson  Parabola  spectrometer 
as  a  function  of  deflection  voltage.  The  parameter  i  and  H  were  taken  to 
be  2.54  cm  and  4  ran  respectively. 
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THE  MODIFIED  THOMSON  PARABOLA 


NOTE:  ION  LINE  SLOPE  IS  NOT  VELOCITY  DEPENDENT 


Figure  8 

A  depiction  of  a  Modified  Thomson  Parabola  ion  spectrometer.  Ions  are 
deflected  by  an  electric  and  magnetic  field  onto  a  recording  medium  located 
on  one  of  the  poles  of  a  magnetic  piece.  A  family  of  straight  line  traces 
are  produced  on  the  recording  medium  by  the  ions  of  differing  charge-to- 
mass  ratios. 
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Figure  9 


Calculated  carbon  ion  traces  produced  in  a  Modified  Thomson  Parabola 
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Figure  10 

A  plot  of  the  ion  impact  angle  as  a  function  of  ion  velocities  for  two 
acceleration  potentials  and  various  charge-to-nass  states. 
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01CY  ATTN  EEP  A.  LORENTZEN 

DEPARTMENT  OF  ENERGY 
LIBRARY  ROOM  G-042 
WASHINGTON,  D.C.  20545 

01CY  ATTN  DOC  CON  FOR  A.  LABOWITZ 


UNIVERSITY  OF  CALIFORNIA 
LAWRENCE  LIVERMORE  LABORATORY 
P.O.  BOX  308 
LIVERMORE,  CA  94550 

01CY  ATTN  DOC  CON  FOR  TECH  INFO  DEPT 

01CY  ATTN  DOC  CON  FOR  L-389  R.  OTT 

01CY  ATTN  DOC  CON  FOR  L-31  R.  HAGER 

01CY  ATTN  DOC  CON  FOR  L-46  F.  SEWARD 

LOS  ALAMOS  NATIONAL  LABORATORY 

P.O.  BOX  1663 

LOS  ALAMOS,  NM  87545 


OICY 

ATTN 

DOC 

CON 

FOR 

J. 

WOLCOTT 

STRATEGIC  AIR  COMMAND/XPFS 

01CY 

ATTN 

DOC 

CON 

FOR 

R. 

F.  TASCHEK 

OFFUTT  AFB,  NB  68113 

OICY 

ATTN 

DOC 

CON 

FOR 

E. 

JONES 

01CY  ATTN  ADWATE  MAJ  BRUCE  BAUER 

OICY 

ATTN 

DOC 

CON 

FOR 

J. 

MALIK 

01CY  ATTN  NRT 

OICY 

ATTN 

DOC 

CON 

FOR 

R. 

JEFFRIES 

01CY  ATTN  DOK  CHIEF  SCIENTIST 

OICY 

ATTN 

DOC 

CON 

FOR 

J. 

ZINN 

OICY 

ATTN 

DOC 

CON 

FOR 

P. 

KEATON 

SAMSO/SK 

OICY 

ATTN 

DOC 

CON 

FOR 

D. 

WESTER VELT 

P.O.  BOX  92960 

OICY 

ATTN 

D.  SAPPENFIELD 

SANDIA  LABORATORIES 
P.O.  BOX  5800 
ALBUQUERQUE,  NM  87115 

01 CY  ATTN  DOC  CON  FOR  W.  BROWN 

01CY  ATTN  DOC  CON  FOR  A.  THORNBROUGH 

01CY  ATTN  DOC  CON  FOR  T.  WRIGHT 

01CY  ATTN  DOC  CON  FOR  D.  DAHLGREN 

01CY  ATTN  DOC  CON  FOR  3141 

01CY  ATTN  DOC  CON  FOR  SPACE  PROJECT  DIV 

SANDIA  LABORATORIES 
LIVERMORE  LABORATORY 
P.O.  BOX  969 
LIVERMORE,  CA  94550 

01CY  ATTN  DOC  CON  FOR  B.  MURPHEY 
01CY  ATTN  DOC  CON  FOR  T.  COOK 

OFFICE  OF  MILITARY  APPLICATION 
DEPARTMENT  OF  ENERGY 
WASHINGTON,  D.C.  20545 

01CY  ATTN  DOC  CON  DR.  YO  SONG 
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OTHER  GOVERNMENT 

DEPARTMENT  OF  COMMERCE 
NATIONAL  BUREAU  OF  STANDARDS 
WASHINGTON,  D.C.  20234 

OICY  (ALL  CORRES:  ATTN  SEC  OFFICER  FOR) 

INSTITUTE  FOR  TELECOM  SCIENCES 
NATIONAL  TELECOMMUNICATIONS  &  INFO  ADMIN 
BOULDER,  CO  80303 

OICY  ATTN  A.  JEAN  (UNCLASS  ONLY) 

01CY  ATTN  W.  UTLAUT 
01CY  ATTN  D.  CROMBIE 
01CY  ATTN  L.  BERRY 

NATIONAL  OCEANIC  &  ATMOSPHERIC  ADMIN 
ENVIRONMENTAL  RESEARCH  LABORATORIES 
DEPARTMENT  OF  COMMERCE 
BOULDER,  CO  80302 
01CY  ATTN  R.  GRUBB 
01CY  ATTN  AERONOMY  LAB  G.  REID 


DEPARTMENT  OF  DEFENSE  CONTRACTORS 

AEROSPACE  CORPORATION 
P.O.  BOX  92957 
LOS  ANGELES,  CA  90009 
01CY  ATTN  I.  GARFUNKEL 
01CY  ATTN  T.  SALMI 
01CY  ATTN  V.  JOSEPHSON 
01CY  ATTN  S.  BOWER 
01CY  ATTN  D.  OLSEN 

ANALYTICAL  SYSTEMS  ENGINEERING  CORP 
5  OLD  CONCORD  ROAD 
BURLINGTON,  MA  01803 

01CY  ATTN  RADIO  SCIENCES 

AUSTIN  RESEARCH  ASSOC.,  INC. 

1901  RUTLAND  DRIVE 
AUSTIN,  TX  78758 
01CY  ATTN  L.  SLOAN 
01CY  ATTN  R.  THOMPSON 

BERKELEY  RESEARCH  ASSOCIATES,  INC. 
P.O.  BOX  983 
BERKELEY,  CA  94701 
01CY  ATTN  J.  WORKMAN 
01CY  ATTN  C.  PRETTIE 
01CY  ATTN  S.  BRECHT 


BOEING  COMPANY,  THE 
P.O.  BOX  3707 
SEATTLE,  WA  98124 

01CY  ATTN  G.  KEISTER 
01CY  ATTN  D.  MURRAY 
01CY  ATTN  G.  HALL 
01CY  ATTN  J.  KENNEY 

CHARLES  STARK  DRAPER  LABORATORY,  INC. 
555  TECHNOLOGY  SQUARE 
CAMBRIDGE,  MA  02139 
01CY  ATTN  D.B.  COX 
01CY  ATTN  J.P.  GILMORE 

COMSAT  LABORATORIES 
LINTHICUM  ROAD 
CLARKSBURG,  MD  20734 
OICY  ATTN  G.  HYDE 

CORNELL  UNIVERSITY 

DEPARTMENT  OF  ELECTRICAL  ENGINEERING 
ITHACA,  NY  14850 

OICY  ATTN  D.T.  FARLEY,  JR. 

ELECTROSPACE  SYSTEMS,  INC. 

BOX  1359 

RICHARDSON,  TX  75080 
OICY  ATTN  H.  LOGSTON 
OICY  ATTN  SECURITY  (PAUL  PHILLIPS) 

EOS  TECHNOLOGIES,  INC. 

606  Wllshlre  Blvd. 

Santa  Monica,  Calif  90401 
OICY  ATTN  C.B.  GABBARD 

ESL,  INC. 

495  JAVA  DRIVE 
SUNNYVALE,  CA  94086 
OICY  ATTN  J.  ROBERTS 
OICY  ATTN  JAMES  MARSHALL 

GENERAL  ELECTRIC  COMPANY 
SPACE  DIVISION 
VALLEY  FORGE  SPACE  CENTER 
GODDARD  BLVD  KING  OF  PRUSSIA 
P.O.  BOX  8555 
PHILADELPHIA,  PA  19101 

OICY  ATTN  M.H.  BORTNER  SPACE  SCI  LAB 

GENERAL  ELECTRIC  COMPANY 
P.O.  30X  1122 
SYRACUSE,  NY  13201 
OICY  ATTN  F.  REIBERT 
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GENERAL  ELECTRIC  TECH  SERVICES  CO.,  INC. 
HMES 

COURT  STREET 
SYRACUSE,  NY  13201 
01CY  ATTN  G.  MILLMAN 

GEOPHYSICAL  INSTITUTE 
UNIVERSITY  OF  ALASKA 
FAIRBANKS,  AC  99701 

(ALL  CLASS  ATTN:  SECURITY  OFFICER) 
01CY  ATTN  T.N.  DAVIS  (UNCLASS  ONLY) 
01CY  ATTN  TECHNICAL  LIBRARY 
01CY  ATTN  NEAL  BROWN  (UNCLASS  ONLY) 

GTE  SYL VANIA,  INC. 

ELECTRONICS  SYSTEMS  GRP-EASTERN  DIV 
77  A  STREET 
NEEDHAM,  MA  02194 

01CY  ATTN  DICK  STEINHOF 

HSS,  INC. 

2  ALFRED  CIRCLE 
BEDFORD,  MA  01730 

01CY  ATTN  DONALD  HANSEN 

ILLINOIS,  UNIVERSITY  OF 
107  COBLE  HALL 
150  DAVENPORT  HOUSE 
CHAMPAIGN,  IL  61820 

(ALL  CORRES  ATTN  DAN  MCCLELLAND) 

OICY  ATTN  K.  YEH 

INSTITUTE  FOR  DEFENSE  ANALYSES 
1801  NO.  BEAUREGARD  STREET 
ALEXANDRIA,  VA  22311 
OICY  ATTN  J.M.  AEIN 
OICY  ATTN  ERNEST  BAUER 
OICY  ATTN  HANS  WOLFARD 
OICY  ATTN  JOEL  BENGSTON 

INTL  TEL  &  TELEGRAPH  CORPORATION 
500  WASHINGTON  AVENUE 
NUTLEY,  NJ  07110 

OICY  ATTN  TECHNICAL  LIBRARY 

JAYCOR 

11011  TORREYANA  ROAD 
P.O.  BOX  85154 
SAN  DIEGO,  CA  92138 

OICY  ATTN  J.L.  SPERLING 


JOHNS  HOPKINS  UNIVERSITY 
APPLIED  PHYSICS  LABORATORY 
JOHNS  HOPKINS  ROAD 
LAUREL,  MD  20810 

OICY  ATTN  DOCUMENT  LIBRARIAN 
OICY  ATTN  THOMAS  POTEMRA 
OICY  ATTN  JOHN  DASSOULAS 

KAMAN  SCIENCES  CORP 
P.O.  BOX  7463 

COLORADO  SPRINGS,  CO  80933 
OICY  ATTN  T.  MEAGHER 

KAMAN  TEMPO-CENTER  FOR  ADVANCED  STUDIES 
816  STATE  STREET  (P.O  DRAWER  QQ) 

SANTA  BARBARA,  CA  93102 
OICY  ATTN  DAS I AC 
OICY  ATTN  WARREN  S.  KNAPP 
OICY  ATTN  WILLIAM  MCNAMARA 
OICY  ATTN  B.  GAMBILL 

LINKABIT  CORP 
10453  ROSELLE 
SAN  DIEGO,  CA  92121 
OICY  ATTN  IRWIN  JACOBS 

LOCKHEED  MISSILES  &  SPACE  CO.,  INC 
P.O.  BOX  504 
SUNNYVALE,  CA  94088 
OICY  ATTN  DEPT  60-12 
OICY  ATTN  D.R.  CHURCHILL 

LOCKHEED  MISSILES  6  SPACE  CO.,  INC. 

3251  HANOVER  STREET 
PALO  ALTO,  CA  94304 

OICY  ATTN  MARTIN  WALT  DEPT  52-12 
OICY  ATTN  W.L.  IMHOF  DEPT  52-12 
OICY  ATTN  RICHARD  G.  JOHNSON  DEPT  52-12 
OICY  ATTN  J.B.  CLADIS  DEPT  52-12 


MARTIN  MARIETTA  CORP 
ORLANDO  DIVISION 
P.O.  BOX  5837 
ORLANDO,  FL  32805 
OICY  ATTN  R.  HEFFNER 

• 

M.I.T.  LINCOLN  LABORATORY 
P.O.  BOX  73 
LEXINGTON,  MA  02173 

OICY  ATTN  DAVID  M.  TOWLE 
OICY  ATTN  L.  LOUGHLIN 
OICY  ATTN  D.  CLARK 
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MCDONNEL  DOUGLAS  CORPORATION 
5301  BOLSA  AVENUE 
HUNTINGTON  BEACH,  CA  92647 
OICY  ATTN  N.  HARRIS 
OICY  ATTN  J,  MOULE 
01CY  ATTN  GEORGE  MROZ 
01CY  ATTN  W.  OLSON 
01CY  ATTN  R.W.  HALPKIN 
OICY  ATTN  TECHNICAL  LIBRARY  SERVICES 

MISSION  RESEARCH  CORPORATION 

735  STATE  STREET 

SANTA  BARBARA,  CA  93101 


OICY 

ATTN 

P.  FISCHER 

OICY 

ATTN 

W.F.  CREVIER 

OICY 

ATTN 

STEVEN  L.  GUTSCHE 

OICY 

ATTN 

R.  BOGUSCH 

OICY 

ATTN 

R.  HENDRICK 

OICY 

ATTN 

RALPH  KILB 

OICY 

ATTN 

DAVE  SOWLE 

OICY 

ATTN 

F.  FA JEN 

OICY 

ATTN 

M.  SCHEIBE 

OICY 

ATTN 

CONRAD  L.  LONGMIRE 

OICY 

ATTN 

B.  WHITE 

MISSION  RESEARCH  CORP. 

1720  RANDOLPH  ROAD,  S.E. 
ALBUQUERQUE,  NEW  MEXICO  87106 
OICY  R.  STELLINGWERF 
OICY  M.  ALME 
OICY  L.  WRIGHT 

MITRE  CORPORATION,  THE 
P.O.  BOX  208 
BEDFORD,  MA  01730 

OICY  ATTN  JOHN  MORGANSTERN 
OICY  ATTN  G.  HARDING 
OICY  ATTN  C.E.  CALLAHAN 

MITRE  CORP 

WESTGATE  RESEARCH  PARK 
1820  DOLLY  MADISON  BLVD 
MCLEAN,  VA  22101 
OICY  ATTN  W.  HALL 
OICY  ATTN  W.  FOSTER 

PACIFIC-SIERRA  RESEARCH  CORP 
12340  SANTA  MONICA  BLVD. 

LOS  ANGELES,  CA  90025 

OICY  ATTN  E.C.  FIELD,  JR. 


PENNSYLVANIA  STATE  UNIVERSITY 
IONOSPHERE  RESEARCH  LAB 
318  ELECTRICAL  ENGINEERING  EAST 
UNIVERSITY  PARK,  PA  16802 
(NO  CLASS  TO  THIS  ADDRESS) 

OICY  ATTN  IONOSPHERIC  RESEARCH  LAB 

PHOTOMETRICS,  INC. 

4  ARROW  DRIVE 
WOBURN,  MA  01801 

OICY  ATTN  IRVING  L.  KOFSKY 

PHYSICAL  DYNAMICS,  INC. 

P.O.  BOX  3027 
BELLEVUE,  WA  98009 

OICY  ATTN  E.J.  FREMOUW 

PHYSICAL  DYNAMICS,  INC. 

P.O.  BOX  10367 
OAKLAND,  CA  94610 
ATTN  A.  THOMSON 

R  &  D  ASSOCIATES 

P.O.  BOX  9695 

MARINA  DEL  REY,  CA  90291 


OICY 

ATTN 

FORREST  GILMORE 

OICY 

ATTN 

WILLIAM  B.  WRIGHT, 

OICY 

ATTN 

ROBERT  F.  LELEVIER 

OICY 

ATTN 

WILLIAM  J.  KARZAS 

OICY 

ATTN 

H.  ORY 

OICY 

ATTN 

C.  MACDONALD 

OICY 

ATTN 

R.  TURCO 

OICY 

ATTN 

L.  DeRAND 

OICY 

ATTN 

W.  TSAI 

RAND  CORPORATION,  THE 
1700  MAIN  STREET 
SANTA  MONICA,  CA  90406 
OICY  ATTN  CULLEN  CRAIN 
OICY  ATTN  ED  BEDROZIAN 

RAYTHEON  CO. 

528  BOSTON  POST  ROAD 
SUDBURY,  MA  01776 

OICY  ATTN  BARBARA  ADAMS 

RIVERSIDE  RESEARCH  INSTITUTE 
330  WEST  42nd  STREET 
NEW  YORK,  NY  10036 

OICY  ATTN  VINCE  TRAPANI 


SCIENCE  APPLICATIONS,  INC. 

1150  PROSPECT  PLAZA 
LA  JOLLA,  CA  92037 

01CY  ATTN  LEWIS  M.  LINSON 
OICY  ATTN  DANIEL  A.  HAMLIN 
01CY  ATTN  E.  FRIEMAN 
01CY  ATTN  E.A.  STRAKER 
01CY  ATTN  CURTIS  A.  SMITH 
01CY  ATTN  JACK  MCDOUGALL 

SCIENCE  APPLICATIONS,  INC 
1710  GOODRIDGE  DR. 

MCLEAN,  VA  22102 
ATTN:  J.  COCKAYNE 

SRI  INTERNATIONAL 
333  RAVENSWOOD  AVENUE 
MENLO  PARK,  CA  94025 

01CY  ATTN  DONALD  NEILSON 
01CY  ATTN  ALAN  BURNS 
01CY  ATTN  G.  SMITH 
01CY  ATTN  R.  TSUNODA 
01CY  ATTN  DAVID  A.  JOHNSON 
01CY  ATTN  WALTER  G.  CHESNUT 
01CY  ATTN  CHARLES  L.  RINO 
01CY  ATTN  WALTER  JAYE 
01CY  ATTN  J.  VICKREY 
01CY  ATTN  RAY  L.  LEADABRANO 
01CY  ATTN  G.  CARPENTER 
01CY  ATTN  G.  PRICE 
01CY  ATTN  R.  LIVINGSTON 
01CY  ATTN  V.  GONZALES 
01CY  ATTN  D.  MCDANIEL 

TECHNOLOGY  INTERNATIONAL  CORP 
75  WIGGINS  AVENUE 
BEDFORD,  MA  01730 

01CY  ATTN  W.P.  BOQUIST 

TOYON  RESEARCH  CO. 

P.O.  Box  6890 
SANTA  BARBARA,  CA  93111 
OICY  ATTN  JOHN  ISE,  JR. 

01CY  ATTN  JOEL  GARBARINO 


TRW  DEFENSE  &  SPACE  SYS  GROUP 
ONE  SPACE  PARK 
REDONDO  BEACH,  CA  90278 
OICY  ATTN  R.  K.  PLEBUCH 
OICY  ATTN  S.  ALTSCHULER 
OICY  ATTN  D.  DEE 
OICY  ATTN  D/  STOCKWELL 
SNTF/1575 

VISIDYNE 

SOUTH  BEDFORD  STREET 
BURLINGTON,  MASS  01803 
OICY  ATTN  W.  REIDY 
OICY  ATTN  J.  CARPENTER 
OICY  ATTN  C.  HUMPHREY 
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